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I.  Executive  Summary 

This  report  represents  the  final  documentation  for  the  ONR  FY12  Young  Investigator  Program  (YIP) 
award,  N00014-13-1-0402,  titled  “Prompt  Neutron  Spectrometry  for  Identification  of  SNM  in  Unknown 
Shielding  Configurations”.  The  technical  portion  of  this  report  is  not  comprehensive,  although  the 
executive  summary  makes  a  high  level  attempt.  The  YIP  effort  reported  here  complements  work 
completed  under  the  mainline  ONR  Maritime -Weapons-of-Mass-Destruction-Detection  (MWMDD) 
program  (FY09  -  FY14).  A  comprehensive  technical  understanding  of  all  the  related  and  prior  work  for 
this  effort  may  be  found  from  the  Defense  Technical  Information  Center  report  “Solid  State  Neutron 
Spectrometer:  FY14  ONR-MWMDD  Final  Report”  and  references  therein  [1]. 

Mitigating  illicit  transport  of  special  nuclear  material  (SNM)  in  the  maritime  domain  through  advanced 
measurement  methods  was  the  original  intent  of  the  YIP  work  and  it  presented  a  unique  challenge  because 
of  the  variability  in  neutron  scattering  and  shielding  materials,  as  well  as  background  neutron  sources 
present  in  the  maritime  environment  [2] .  Gamma-ray  spectroscopy  has  revolutionized  radiation  detection 
and  has  come  to  be  regarded  as  a  necessary  passive  Fleet  tool  for  standoff  and  onboard  SNM  searches.  To 
complement  gamma  spectroscopy,  as  well  as  to  provide  new  functionality  through  the  spectroscopy  of  all 
significant  sources  of  free  neutrons  in  the  naval  environment,  high-resolution  and  high-intrinsic-efficiency 
neutron  spectrometers  for  passive  and  active-interrogation-based  neutron  spectrometry  applications  were 
designed;  the  most  promising  designs  were  built  and  tested.  The  spectrometer  was  intended  to  yield 
sensitivity  over  the  thermal  to  14  MeV  energy  range,  with  special  emphasis  on  resolving  the  properties  of 
actively  induced  neutrons.  Active  interrogation  brings  its  own  set  of  challenges,  including  delay  or 
recovery  time  after  an  interrogating  bremsstrahlung  pulse,  as  well  as  the  short  collection  time  (hundreds 
of  nanoseconds  to  tens  of  milliseconds). 

The  main  technical  contributions  which  arose  from  this  work  did  not  end  up  taking  active  interrogation  to 
a  grand  level,  but  rather,  broke  out  horizontally,  to  show  how  instrument  capabilities  could  be  optimized 
for  both  passive  and  active  applications.  This  concept  was  first  explored,  as  detailed  in  prior  reports, 
through  heavily-constrained  brute-force  procedures  aimed  at  simultaneously  optimizing  two  instrument 
properties  of  great  importance  to  both  passive  and  active  operational  scenarios,  intrinsic  neutron  detection 
efficiency  and  quantities  proportional  to  energy  resolution.  A  primary  technical  goal  of  this  work  was  to 
build  upon  this  early  (and  largely  naive)  approach  to  moderating-type  neutron  spectrometer  optimization; 
this  goal  was  to  be  achieved  by  first  taking  one  or  more  conceptual  steps  backward,  in  order  to  gain  the 
perspective  necessary  to  make  substantial  forward  strides.  This  process  began  with  a  fresh  in-depth  survey 
of  general  instrumentation  and  methods  for  passive  and  active  neutron  spectrometry— including  both  well- 
established,  time -tested  methodologies  and  novel,  boundary-stretching  concepts— to  provide  the  research 
team  with  a  more  comprehensive  awareness  of  the  current  state  of  the  art  and  a  fuller  understanding  of  the 
primary  underlying  difficulties  and  unresolved  problems  associated  with  both  active  and  passive  fields  of 
neutron  spectrometry.  With  this  theoretical  foundation  refreshed  and  firmly  established,  it  was 
immediately  apparent  that  the  heavy  design  constraints  imposed  in  previous  optimization  procedures  must 
be  relaxed  considerably  to  thoroughly  explore  the  parameter  space  for  potential  instrument  configurations. 
However,  it  was  also  clear  that,  since  MCNP  computation  time  was  determined  to  be  the  greatest  limiting 
factor  in  previous  optimization  attempts,  design  constraint  relaxation  would  necessarily  render  brute-force 
simulation-heavy  optimization  approaches  infeasible,  necessitating  the  development  of  intelligent 
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alternative  procedures  to  minimize  the  number  of  simulations  required  to  determine  an  optimal  instrument 
design.  To  this  end,  the  virtual  detector  optimization  method  was  conceived,  which  provides  a  much- 
needed  simplification  to  parameter  study  (mcnp_pstudy)  simulation  set-up  time  and  decreases  the  number 
of  simulations  necessary  to  explore  the  detector -position  parameter  space  by  many  orders  of  magnitude, 
representing  the  first  major  technical  advancement  of  this  work.  Further  methodological  improvements  to 
moderating-type  neutron  optimization  procedures  borrowed,  repuiposed,  and  combined  concepts  from 
several  other  mathematical  and  scientific  disciplines,  including  linear  algebra,  computer  science, 
computational  statistics,  Bayesian  inference,  information  theory,  and  machine  learning.  The  condition 
number  (borrowed  from  linear  algebraic  concepts)  of  a  proposed  instrument’s  response  matrix,  for 
example,  was  recognized  and  repurposed  as  an  essential  operational  feedback  tool  analogous  to  neutron 
energy  resolution  when  considering  spectrum  unfolding  procedures  based  on  Bayesian  inference,  and 
serves  as  one  design  optimization  metric  for  this  work,  representing  the  second  technical  advancement  of 
this  work.  The  third  significant  advancement  achieved  in  this  work  came  about  through  the  comparison  of 
instrument  configurations  that  optimized  the  aforementioned  condition  number  metric  to  those  that 
optimized  the  intrinsic  neutron  detection  efficiency  metric  (i.e.,  the  second  operational  metric  considered 
here,  consistent  with  previous  optimization  efforts);  plotting  the  resultant  values  of  these  two  metrics 
against  one  another  for  the  “most  optimal”  instrument  configurations  under  consideration  generates  what 
is  known  in  computational  statistics  as  a  Pareto  frontier,  which  allows  for  a  more  detailed  analysis  of  the 
potential  tradeoffs  between  the  two  desired  optimization  metrics.  Perhaps  the  most  significant  technical 
advancement  achieved  in  this  work  was  in  adapting  the  machine  learning  concept  of  genetic  algorithms  as 
a  generalized  method  for  moderating -type  neutron  spectrometer  optimization,  utilizing  concepts  from  each 
of  the  aforementioned  mathematical  and  scientific  disciplines  to  establish  a  unified  approach  to  the 
problem. 

Standing  on  the  shoulders  of  the  ONR  subsidized  SeaPerch  program,  outreach  activities  for  elementary 
aged  schoolchildren,  in  the  form  of  underwater  robotics,  impacted  more  than  80  students  over  a  three  year 
period  under  this  award.  In  all  40  SeaPerch  kits  were  purchased  through  this  award  (many  of  the  tools/parts 
were  reused  each  year).  The  4th-6th  graders  cut,  drilled,  waterproofed,  assembled,  tested  and  demonstrated 
their  tethered  robots.  Demonstrations/competitions  occurred  at  the  high  school  pool  where  the  students 
were  challenged  to  underwater  races  and  task  manipulation.  Lectures  on  voltage,  buoyancy  and  other 
topics  were  provided,  but  the  hands  on  work  and  engagement  with  parents  is  what  ultimately  made  the 
difference;  unfortunately,  the  statistics  and  convolution  of  child -rearing  demographics/activities  will  not 
allow  for  a  definite  answer  on  whether  more  of  these  kids  will  go  into  a  STEM  related  discipline.  In  the 
Pi’s  experience,  the  SeaPerch  program  makes  outreach  manageable  and  effective;  expansion  and 
requirement  of  outreach  on  more  6. 1  and  6.2  efforts  would  be  a  very  good  and  small  investment  of  funds. 

At  the  university  level,  broader  impact  included  the  partial  support,  graduation,  matriculation  and/or 
training  of  1 1  students,  2  postdocs,  and  2  technicians.  Two  MS  theses  were  produced,  five  non-provisional 
patents,  two-licensed  patents,  two  journal  publications,  follow  on  work  with  a  DTRA  SBIR  (now  in  Phase 
II),  and  an  R&D100  award.  Manuscripts  for  journal  publications  are  still  being  prepared  and  will  be 
published  over  the  next  year. 

In  total,  the  YIP  provided  the  base  to  learn/understand/traverse/catch-a-better-glimpse  of  the 
intellectual/political  landscape  of  the  Navy  RDT&E  enterprise,  while  also  generating  new  intellectual 
capital  and  training  of  students  of  all  ages. 
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II.  General  Approach  to  Detector  and  Moderator  Geometries 

II.A.  Moderating  Spectrometer  Optimization 

In  order  to  design  the  most  suitable  moderating  neutron  spectrometer  for  a  given  application  (e.g.  SNM 
properties  determination),  the  relationship  between  transport  material  configurations  and  detector 
positions  requires  optimization.  However,  optimization  is  not  straightforward  because  we  must  rely  on 
some  property  of  the  response  matrix  in  order  to  determine  how  optimal  a  spectrometer  design  is. 
Furthermore,  the  properties  of  an  ideal  response  matrix  are  not  completely  independent  of  the  unfolding 
methods  used  to  approximate  the  flux.  This  means  that  certain  properties  of  the  response  matrix,  such  as 
determinedness,  condition  number,  number  of  energy  bins,  etc.  would  ideally  be  optimized  for  the 
unfolding  method.  Despite  this  high  specificity  of  spectrometer  optimization,  the  following  sections  cover 
some  general  response  matrix  properties  that  are  beneficial  to  unfolding. 

II.B.  Response  Uniqueness  and  Solution  Stability 

Arguably  the  most  important  feature  of  multi-detector  moderating  neutron  spectrometers  is  their  ability  to 
measure  unique  neutron  responses  from  which  the  incident  neutrons’  energies  may  be  approximated. 
Calculation  of  the  neutron  energy  is  very  specific  to  the  spectrometer  transport  material  design  and  detector 
placement — that  is,  every  moderating  spectrometer  has  a  unique  set  of  response  functions  corresponding 
to  its  detector(s)  and  transport  material  design.  These  response  functions  must  be  determined  before  any 
neutron  energy  analysis  is  possible.  Although  the  response  functions  would  ideally  be  measured 
experimentally,  tunable  monoenergetic  neutron  sources  do  not  exist  over  a  large  enough  energy  range  to 
enable  this.  Instead,  these  response  functions  are  calculated  via  MCNP  by  simulating  mono -energetic 
neutron  sources — covering  the  relevant  energy  range  (generally  10  9  to  102  MeV) — incident  on  the 
spectrometer  model.  This  set  of  mono-energetic  detector  responses  makes  a  single  neutron  response 
matrix  unique  to  the  spectrometer  model,  having  dimensions  of  energy  and  detector  position  (both  discrete 
as  the  energy  must  be  binned  according  to  the  desired  resolution).  This  response  matrix  allows  one  to  take 
a  measurement  of  an  unknown  source  and  then  approximate  the  incident  flux,  <p(E),  by  solving  the 
following  equation: 


N(d)  =  R(d,E)<p(E)  (1) 

N(d)  is  the  measured  counts  on  each  detector  and  R(d,E)  is  the  response  matrix  for  a  set  of  detectors,  d,  in 
E  energy  bins.  However,  since  the  response  functions  are  dependent  on  the  messy  process  of  neutron 
scattering  and  absorption  within  the  transport  material,  these  response  functions  are  not,  for  lack  of  a  better 
word,  nice  to  work  with.  The  response  matrix,  regardless  of  the  material  configurations,  is  virtually  always 
non-invertible,  and  thus  numerous  solutions  for  the  incident  flux  exist.  Methods  for  solving  such  linear 
equations  generally  involve  either  maximizing  the  solution  entropy  and/or  approximations  of  the  response 
matrix  inverse — a  process  referred  to  as  unfolding  the  incident  neutron  spectrum.  More  detailed 
information  on  spectrum  unfolding  can  be  found  in  the  work  of  Matzke  [36]. 

A  property  of  an  ideal  response  matrix  is  its  determinedness — the  matrix  is  either  underdetermined, 
determined,  or  overdetermined.  It  is  determined  when  its  number  of  energy  bins  is  equal  to  the  number  of 
unique  response  functions  (i.e.  number  of  detectors),  underdetermined  when  its  number  of  detectors  is  less 
than  the  number  of  energy  bins,  and  overdetermined  when  the  number  of  detectors  exceeds  the  number  of 
energy  bins.  Although  this  property  appears  straightforward  on  the  surface,  it  arises  from  a  seemingly 
arbitrary  decision  made  by  the  scientist,  as  both  the  number  of  detectors  and  the  number  of  energy  bins 
are  largely  up  to  the  spectrometer  designer.  Either  energy  bins  or  number  of  detectors  can  be  increased  or 
decreased,  somewhat  arbitrarily.  Of  course,  the  arbitrary  nature  of  these  decisions  has  limits,  because 
decreasing  the  number  of  energy  bins  below  the  desired  energy  resolution  is  counter-productive.  For 
example,  a  response  matrix  with  two  energy  bins  can  only  be  used  to  approximate  the  flux  into  those  two 
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energy  bins — one  cannot  expect  to  efficiently  resolve  multiple  neutron  energies  with  a  single  detector. 
Thus,  the  selection  of  an  appropriate  number  of  energy  bins  and  detectors  is  highly  application-specific, 
and  there  may  be  benefits  to  choosing  fewer  energy  bins  and/or  detectors  while  still  meeting  the  desired 
energy  resolution.  However,  detectors  and  energy  bins  do  have  economic  and/or  computational  costs,  thus 
their  numbers  must  be  optimized,  rather  than  arbitrarily  maximized.  On  an  intuitive  level,  determinedness 
can  be  understood  by  thinking  about  the  response  functions  as  sets  of  linear  equations.  When  solving  sets 
of  equations,  it’s  always  beneficial  to  have  an  equal  number  of  unknowns  as  you  have  equations,  which — 
in  effect — corresponds  to  response  matrices  having  the  same  number  of  energy  bins  and  detectors. 

In  reality,  this  analogy  between  response  functions  and  sets  of  linear  equations  is  over-simplified,  and 
determinedness  is  by  no  means  the  most  important  feature  of  the  response  matrices.  The  nature  of  neutron 
scattering,  which  is  inherently  messy,  results  in  sets  of  equations  that  virtually  always  contain  multiple 
solutions.  Thus,  approximated  solutions  for  the  incident  neutron  flux  using  moderating  spectrometer 
response  matrices  are  rarely  stable.  That  is  to  say:  while  different  incident  neutron  fluences  may  provide 
the  same  or  similar  detector  responses,  a  small  change  in  the  measured  spectrometer  response  may  result 
in  a  large  changes  in  calculated  neutron  spectra  after  unfolding.  The  reason  for  this  instability  lies  within 
the  broad  and  overlapping  features  of  the  response  functions.  These  features  can  be  seen  in  Figure  26, 
which  shows  a  selection  of  30  simulated  response  functions  from  detectors  evenly  spaced  along  the  radius 
of  a  20-cm  sphere  of  HDPE. 


Energy  (MeV) 

Figure  26:  Response  functions  selected  from  30  evenly  spaced  detectors  within  a  20-cm  spherical  moderating 
neutron  spectrometer. 
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Numerous  response  functions  in  Figure  26  are  similar  and/or  their  peak  energy  response  exists  over  a 
broad  range  in  energy.  For  example,  detectors  near  the  outer  surface  of  the  sphere,  in  the  15-19  cm  range, 
all  have  a  broad  peak  response  in  the  10  7  to  1  MeV  range.  These  broad  overlaps  in  detector  response,  in 
effect,  allow  for  many  solutions  for  the  incident  neutron  fluence  to  result  in  the  same,  or  very  similar, 
measured  response.  For  the  purpose  of  this  thesis,  the  broad  and  overlapping  features  of  response  functions 
will  be  referred  to  as  a  lack  of  uniqueness.  Unique  response  functions  would  be  represented  by  narrow 
peak  responses  at  varying  energies  spanning  the  energy  range  of  importance. 

One  property  which,  to  an  extent  characterizes  this  lack  of  response  uniqueness  is  the  response  matrix 
condition  number.  The  condition  of  the  matrix  provides  a  numerical  value  indicative  of  the  number  of 
possible  solutions.  An  ideal  condition  number  of  one  means  that  there  is  only  one  solution  to  Equation  1 , 
regardless  of  the  count  distribution.  Larger  condition  numbers  correspond  to  less  uniqueness  between  the 
responses  and  more  possible  solutions.  Generally  speaking,  moderating  neutron  spectrometers  are  far  from 
ideal,  and  it  is  not  uncommon  for  their  response  matrices  to  have  condition  numbers  on  the  order  of  103- 
107. 


To  overcome  the  limitations  of  large  condition  numbers,  there  are  two  options:  1)  mathematical  methods 
used  to  unfold  the  incident  neutron  fluence  from  the  poorly  conditioned  responses,  and/or  2)  modify  the 
neutron  transport  material  and  detector  configurations  to  improve  the  condition  number.  For  1),  as 
previously  mentioned,  numerous  methods  exist  including  ranging  from  maximizing  solution  entropy  to 
approximating  the  response  matrix  inverse.  For  2),  this  requires  a  method  to  simulate  numerous  transport 
material  and  detector  configurations  and  to  compare  their  response  matrices.  The  rest  of  this  chapter  will 
focus  on  a  new  approach  using  virtual  detector  simulations  and  genetic  algorithms  to  optimize  the  transport 
material  configuration,  and  the  efficiency  and  condition  number  of  corresponding  response  matrices. 

II.C.  Previous  Spectrometer  Optimization  Procedures 

Previously,  multi-detector  moderating  spectrometer  optimization  has  been  performed  mostly  by  trial  and 
error.  A  set  of  transport  material  configurations  were  selected,  along  with  a  set  of  detector  positions  within 
the  material,  and  their  response  functions  were  calculated  and  compared. 

For  example,  a  volume  of  transport  material  with  detectors  placed  throughout  would  be  modelled  in 
MCNP — such  as  a  cylinder  of  HDPE  with  detectors  evenly  distributed  along  its  length.  The  transport 
material  (HDPE)  would  then  be  swapped  out  with  other  neutron  moderating  or  absorbing  materials,  and 
the  spacing  of  the  detectors  changed.  Then  two  or  more  sources  would  be  simulated  incident  on  the 
spectrometer  designs.  Their  ability  to  resolve  incident  neutron  spectra  could  then  be  approximated  by 
computing  the  Pierson  cross  correlation  score  between  the  two  difference  sources  for  each  of  the  simulated 
devices.  However,  the  metrics  used  in  this  approach  only  allowed  for  a  comparison  of  how  well  two  or 
more  spectrometers  could  differentiate  two  specific  sources,  rather  than  resolving  general  spectra.  Thus, 
the  source  spectra  used  had  a  large  impact  on  the  results  of  these  simulations.  Additionally,  the  trial  and 
error  approach  required  at  least  four  simulations  to  compare  two  different  spectrometer  designs. 


Even  if  it  only  required  a  single  simulation  for  each  spectrometer  configuration,  the  number  of  simulations 
to  explore  just  the  detector  position  space  would  far  suipass  what  is  feasible.  For  a  single  transport  material 
configuration,  finding  the  optimal  detector  positions  would  require  N  simulations  in  Equation  2,  where  p 
is  the  number  of  possible  detector  positions  within  the  transport  material  configuration,  and  n  is  the  number 
of  detectors  placed  within  this  configuration. 


pi  20! 

N  =  (p-  n)!(n)!  (20  -  5)!  (5)!  =  155°° 


(2) 
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Even  with  20  possible  detector  positions  and  5  detectors  to  be  placed,  simulating  all  combinations  would 
require  over  15500  simulations.  Although  the  ideal  number  of  detectors  is  still  unknown,  a  reasonable 
number  of  detectors  and  positions,  such  as  30  detectors  and  80  positions,  would  require  over  1021 
simulations.  Granted,  many  of  these  simulations  could  likely  be  excluded  purely  on  intuition  by  restricting 
regions  of  the  spectrometer  where  we  expect  either  poor  efficiency  or  uniqueness.  Regardless,  the 
resources  required  to  perform  simulations  and  process  results  from  even  a  fraction  of  the  possible 
configurations  is  impractical. 


II.D.  Virtual  Detectors  for  Reduced  Simulation 

The  number  of  simulations  required  to  brute -force  optimize  a  moderating  neutron  spectrometer  is 
unreasonable.  To  explore  the  full  parameter  space,  the  number  of  simulations  must  be  reduced  by 
approximation,  and  even  then  processing  the  results  requires  optimization  algorithms.  This  section  outlines 
a  new  approach  to  approximate  the  response  functions  of  a  given  transport  material  configuration, 
dramatically  reducing  the  number  of  simulations  required. 

The  method  described  herein  reduces  the  number  of  MCNP  simulations  required  to  approximate  the  entire 
parameter  space  of  the  moderating  neutron  to  a  single  simulation  for  each  transport  material  configuration. 
Rather  than  placing  all  of  the  transport  materials  and  detectors  in  the  simulation,  this  approach  only 
simulates  the  transport  materials  and  then  approximates  the  detectors  response  as  if  they  had  actually  been 
placed  in  the  simulation.  To  do  so,  the  transport  material  configuration  is  divided  into  voxels  that  are 
geometrically  equivalent  to  the  desired  detectors  (microstructured  semiconducting  neutron  detectors, 
MSNDs).  A  flat  distribution  of  neutrons  are  simulated  incident  on  the  transport  material  and  the  average 
neutron  fluence  through  each  of  the  voxels,  or  virtual  detectors.  The  product  of  the  average  neutron  fluence 
and  the  efficiency-corrected  cross  section  for  the  detector  material,  integrated  over  all  energies  simulated, 
results  in  an  approximation  of  the  counts  that  would  be  measured  if  a  detector  had  actually  been  placed  in 
the  simulation.  This  allows  for  any  number  of  detector  configurations  to  be  explored  with  a  single 
simulation,  therefore  reducing  the  number  of  required  simulations  to  just  the  number  of  transport  material 
configurations. 

The  virtual  detector  approach  makes  one  major  assumption,  that  the  effect  of  placing  a  detector  within  the 
moderator  has  a  negligible  effect  on  the  neutron  flux  in  other  regions  of  the  spectrometer.  In  extreme  cases, 
this  does  not  hold  true  when:  1)  in  any  region  of  the  spectrometer,  the  volume  of  detectors  approaches  that 
of  the  moderating  volume,  and  2)  the  detector  area  in  one  region  completely  shadow  detector(s)  in  another 
region  of  the  spectrometer.  However,  these  exceptions  to  this  approximation  can  be  circumnavigated  by 
bounding  the  possible  detector  positions  to  eliminate  combinations  of  detector  positions  that  would  be 
non-physical.  Additionally,  for  MSNDs,  their  high  thermal  efficiency  and  poor  epithermal-fast  efficiency 
helps  to  reduce  the  range  of  detector  shadowing  effects. 

II.E.  Virtual  Detector  Input  Cards 

A  total  of  16  transport  material  configurations  were  designed  in  MCNP.  Each  consisted  of  a  spherical 
volume  of  HDPE  divided  into  400  0.5  mm  thick  spherical  shells  to  approximate  the  thickness  of  an  MSND 
(0.525  mm).  Each  shell  represents  a  virtual  detector.  Optionally,  the  shells  at  radii  of  5,  10,  15,  and  20  cm 
were  reserved  for  the  optional  placement  of  cadmium  (as  per  each  transport  material  configuration).  Table 
2  shows  the  presence  and  location  of  these  cadmium  shells  in  each  of  the  16  simulated  transport  material 
configurations.  These  reserved  positions  for  cadmium  were  designed  to  cover  a  wide  range  in  possible 
locations  in  order  to  narrow  the  ideal  locations  for  cadmium  within  the  device. 
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Table  2.  Locations  of  cadmium  shells  within  the  20-cm  sphere  of  HDPE  totalling  16  transport  material 
configruations  models. 

A  point  source  of  10 10  neutrons  was  simulated  at  a  distance  of  1  meter  from  the  center  of  the  transport 
material  configuration.  The  neutrons  were  evenly  distributed  in  energy  ranging  from  10‘9  to  100  MeV 
divided  into  100  logarithmically  spaced  energy  bins,  resulting  in  5.625  x  105  neutrons  incident  on  the 
transport  material  per  energy  bin.  The  average  neutron  fluence  through  each  of  the  HDPE  shells  was 
calculated  using  an  F4  particle-flux  tally.  The  neutron  fluence  product  with  the  efficiency-corrected  cross- 
section  of  a  single  MSND  was  calculated  to  generate  a  set  of  400  virtual  detector  response  functions.  These 
response  functions  were  then  plotted  as  a  function  of  incident  neutron  energy,  virtual  response  function 
(i.e.,  virtual  detector  position),  and  virtual  response  magnitude  (i.e.,  virtual  efficiency).  Further  analysis  of 
the  response  matrices  using  genetic  algorithms  is  discussed  below.  It  is  important  to  note  that  these 
simulations  were  designed  as  a  proof  of  method,  rather  than  a  complete  optimization  study. 

II.F.  Results  from  Virtual  Detector  Simulations 

Even  without  processing  the  virtual  detector  response  matrices,  intuitive  results  can  be  extracted.  Figure 
28  shows  the  results  from  transport  material  configurations  1,  3,  8,  and  16  from  Table  1.  The  response 
matrices  were  important  for  visualizing  the  detector  responses  of  a  given  transport  material  configuration, 
providing  a  new  insight  into  the  messy  nature  of  neutron  scattering.  For  reference,  the  geometry  of  the 
transport  material  configurations  1,3,  8,  and  16  are  shown  in  Figure  27. 
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X-position  (cm) 


Figure  17:  Transport  configurations  1,  3,  8,  and  16.  The  outer  surface  of  the  HDPE  sphere  is  represented  by 
dashed  red  lines,  and  the  Cd  shells  are  represented  by  solid  blue  lines. 
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Figure  28:  Efficiency  as  a  function  of  radial  position  and  incident  neutron  energy  within  transport  material 
configurations  1  (TOP  LEFT),  3  (TOP  RIGHT),  8  (BOTTOM  LEFT)  and  16  (BOTTOM  RIGHT). 


A  smooth  transition  in  efficiency  over  thermal  to  fast  neutron  energies  can  be  seen  in  the  transport  material 
configuration  without  Cd  (configuration  1)  where  the  response  is  unaltered  by  the  thermal -neutron 
absorbing  Cd.  When  a  shell  of  the  HDPE  is  replaced  with  cadmium  (configuration  3  at  10  cm),  the  lower 
energy  neutrons  (-10  to  1  MeV)  are  absorbed  by  the  cadmium  and  the  virtual  efficiency  to  these  energies 
beyond  that  shell  is  reduced  by  many  orders  of  magnitude.  For  neutrons  exceeding  1  MeV,  the  effect  of 
the  cadmium  on  the  efficiency  occurs  both  inside  and  outside  of  the  cadmium  shell. 


Intuitively,  one  would  expect  that  the  flow  of  neutrons  would  be  largely  unidirectional  in  the  direction  of 
incidence,  and  thus  expect  the  neutron  flux  to  be  attenuated  only  behind  a  neutron  absorbing  material 
regardless  of  neutron  energy.  While  this  is  true  for  the  lower  energy  neutrons,  for  faster  neutrons  the 
efficiency  is  equally  lost  on  both  sides  of  the  absorbing  material.  This  is  likely  due  to  the  nature  of  neutron 
scattering  within  the  HDPE.  Unlike  thermal  neutrons,  which  are  already  low  enough  in  energy  for 
detection  by  the  MSNDs,  fast  neutrons  must  be  down-scattered.  During  this  process  the  fast  neutrons  are 
buzzing  around  in  all  directions  within  the  moderating  neutron  spectrometers.  This  is  not  specifically 
surprising,  as  a  neutron  only  requires  two  scattering  events  with  'H  to  completely  reverse  its  trajectory. 
This  is  analogous  to  the  drift  velocity  of  electrons  through  a  semiconducting  material  in  that  the  average 
flow  of  the  neutrons  through  the  HDPE  in  the  direction  of  incidence  is  small  relative  to  the  erratic  motion 
of  the  individual  neutrons. 
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The  effective  range  of  the  thermal  absorber,  cadmium,  for  attenuating  fast  neutrons  is  approximately  2-5 
cm  in  HDPE.  Thus,  placing  detectors  within  this  range  of  the  cadmium  is  counterproductive  to  maximizing 
the  fast  neutron  efficiency.  This  is  particularly  important  for  designing  a  spectrometer  capable  of  detecting 
SNM,  as  much  of  the  usable  fission  neutrons  will  fall  within  the  >1  MeV  energy  range.  However,  the 
objective  is  not  always  so  straightforward,  and  the  desired  response  uniqueness  may  outweigh  the  benefits 
of  increased  efficiency  to  the  fast  neutron  range.  Therefore,  we  need  an  effective  way  to  analyze  the 
tradeoff  between  response  matrix  condition  number  and  detection  efficiency.  The  following  section  covers 
one  such  method  for  analyzing  the  transport  material  configurations  by  using  a  genetic  algorithm  to  select 
response  functions  based  on  their  condition  number  and  efficiency. 

II.  G.  Genetic  Algorithms  for  Response  Function  Selection 

The  virtual  detector  method  generates  a  virtual  response  matrix  containing  all  of  the  possible  response 
functions  for  a  single  transport  material  configuration.  However,  selecting  response  functions  from  a  single 
transport  material  configuration  and  comparing  the  resulting  response  matrices  across  multiple  transport 
material  configurations  is  non-trivial.  This  section  covers  the  use  of  a  genetic  algorithm  to  extract  the  most 
optimal  combinations  of  response  functions  from  the  virtual  detector  simulations,  and  a  method  to  compare 
the  efficiency  and  condition  number  of  the  optimal  response  matrices  across  multiple  transport  material 
configurations. 


The  virtual  detector  approach  generates  an  approximation  of  all  of  the  possible  response  functions  for  a 
given  transport  material  configuration;  the  task  here  is  to  process  these  response  functions  to  select  the 
optimal  combinations  thereof.  The  optimization  parameter  space  consists  of  a  number  of  possible  response 
functions  (i.e.  detector  positions),  and  a  desired  number  of  responses  (detectors),  which  is  easily  translated 
into  binary  by  associating  on  (1)  with  the  selection  of  a  response  matrix,  and  off  { 0)  with  the  exclusion  of 
that  response  from  the  selected  response  matrix.  The  equation  below  demonstrates  the  binary  translation 
of  selection  of  2  response  functions,  ro  and  n,  to  form  a  selected  response  matrix. 
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Evolutionary  algorithms,  such  as  genetic  algorithms  (GAs),  are  particularly  well  suited  to  optimize  this 
binary  space  [37],  Given  a  set  of  possible  response  functions,  the  GA’s  job  is  to:  1)  turn  a  set  of  detectors 
on  (i.e.  add  a  set  of  response  functions  to  the  response  matrix),  2)  calculate  a  desired  quantity — the  fitness 
metric — from  this  selected  response  matrix,  3)  reject  the  least  fit  response  matrices,  and  4)  and  breed  and 
mutate  (i.e.  swap  response  functions)  response  matrices  of  the  most  fit.  In  GA  jargon,  the  genes  of  the 
individuals  consist  of  a  selection  of  virtual  response  functions  from  the  virtual  response  matrix  (i.e.,  the 
gene  pool).  In  a  sense,  each  individual  is  a  virtual  spectrometer  design,  with  an  associated  transport 
material  configuration  and  a  set  of  detector  positions  corresponding  to  the  selected  response  functions. 

II.  H.  Defining  a  Fitness  Metric 

The  difficulty  with  GA  optimization  is  selecting  and  balancing  the  fitness  metric  to  drive  the  evolution  of 
the  population.  This  requires  describing  the  sets  of  response  functions  with  a  metric  that  provides  the  most 
desirable  properties.  Although  fitness  metrics  are  straight-forward  when  only  a  single  property  is  desired, 
such  as  the  efficiency,  there  are  numerous  desired  properties  of  an  ideal  moderating  spectrometer.  These 
properties  include:  1)  the  neutron  efficiency  to  a  particular  energy  or  energy  spectrum,  2)  the  energy  range 
to  be  resolved,  3)  the  resolution  for  specific  energies  and/or  over  some  range  (note  that  neutron  energy 
resolution  has  yet  to  be  formally  defined),  and  4)  the  practical  and  monetary  cost  of  the  system  (i.e.  the 
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weight/geometry  of  the  device  and  the  total  detector  area/volume).  The  efficiency  to  a  neutron  spectrum 
is  easily  calculated  from  the  response  matrix  by  folding  (i.e.  taking  the  product)  the  desired  spectrum  into 
the  response  matrix  and  taking  its  sum.  The  other  three  properties  are  not  so  easily  defined.  Specifically, 
the  energy  range  to  be  resolved,  (2),  and  the  energy-specific  resolution  (3)  are  the  most  difficult  to  quantify. 
Both  of  these  properties  are — to  some  extent — wrapped  into  the  condition  number  and  the  energy  binning 
structure.  Manipulating  the  energy  bins — for  example,  using  narrow  energy  bins  in  regions  where  the  most 
resolution  is  required,  and  broad  bins  in  regions  of  little  importance — may  emphasize  certain  energy 
ranges  in  the  condition  number.  Further  discussion  of  this  topic  can  be  found  in  Chapter  5.  For  simplicity, 
the  practical  and  monetary  costs  (4)  were  not  considered  outside  of  maintaining  a  reasonable  number  of 
detectors. 

The  number  of  response  functions  to  select  was  initially  left  as  a  variable  for  the  GA  to  determine. 
However,  it  quickly  became  apparent  that  allowing  the  GA  to  determine  the  number  of  responses  was 
problematic.  The  condition  number  drove  the  evolution  toward  minimizing  the  number  of  detectors.  This 
is  believed  to  be  in  part  a  result  of  calculating  a  condition  number  of  an  undetermined  matrix,  which 
requires  use  of  the  pseudoinverse,  minimizing  the  condition  number  as  the  response  matrix  tends  toward 
a  single  response  function.  On  the  other  hand,  efficiency  drives  toward  a  maximum  number  of  response 
functions  to  improve  the  total  response  (more  detectors  — >  greater  device  efficiency).  To  prevent  the  GA 
from  converging  on  either  boundary  (all  possible  response  functions  or  a  single  response  function)  the 
number  of  detectors  was  fixed  at  30.  This  number  of  detectors  was  chosen  to  provide  a  reasonable  amount 
of  variability  within  the  device,  and  still  allow  for  a  physically  relevant  average  spacing  between  detectors 
of  -0.67  cm.  Ideally,  the  GA  would  involve  a  weighting  function  to  balance  the  number  of  detectors 
within  some  range,  however,  this  was  not  achieved. 

While  holding  the  total  number  of  response  functions  constant,  the  fitness  metric  used  was  a  linear 
combination  of  the  condition  number  and  the  efficiency,  as  shown  in  Equations  4-6.  Since  the  condition 
number  is  often  many  orders  of  magnitude  greater  than  the  efficiency,  the  logio()  of  the  condition  number 
was  used. 
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Ew  is  the  relative  efficiency 

R(e,i)  is  the  response  matrix 

W(e)  is  an  energy-dependent  weighting  function 

A(e)  is  a  response-dependent  weighting  function 

C  is  the  condition  number 

F  is  the  fitness  metric 

Be  and  Be  are  balancing  factors  for  C  and  E  respectively 

The  weighting  factors  provide  another  degree  of  freedom  for  the  GA  architecture.  The  energy  dependent 
weighting  function,  W(e)  is  used  to  specify  the  neutron  spectrum  to  calculate  the  efficiency  to.  The  function 
used  for  W(c)  was  the  Watt  spectrum  for  U235  fission  neutrons.  Be  and  Be  are  factors  used  to  balance  the 
importance  of  the  condition  number  and  efficiency  to  the  fitness  metric.  If  Be  is  zero,  the  GA  will  drive 
only  toward  improving  the  total  efficiency.  On  the  other  hand,  if  Be  is  zero,  the  GA  will  drive  toward 

improving  only  the  condition  number.  Variations  between  zero  and  infinity  allow  for  a  custom  balance 
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between  the  two  properties  of  the  response  matrix.  This  is  a  very  important  tool  for  analyzing  the 
relationship  between  condition  number  and  efficiency. 

II.I.  Genetic  Algorithm  Evolution  Parameters 

The  genetic  algorithm  was  written  in  Python  2.7  and  the  results  described  herein  used  a  population  size  of 
100,  evolved  over  500  generations.  These  values  were  selected  to  ensure  that  the  initial  random  population 
covered  a  sufficient  portion  of  the  parameter  space,  and  sufficient  generations  and  mutations  occurred  for 
each  GA  to  converge  on  global  maximum  fitness.  Rather  than  using  all  400  possible  response  functions 
produced  by  each  virtual  detector  simulation,  the  GA  was  restricted  to  only  select  response  functions  from 
every  5th  possible  response  function  to  ensure  a  radial  spacing  minimum  of  2  mm  between  any  two 
detectors,  reducing  the  number  of  possible  response  functions  from  400  to  80.  This  is  illustrated  in  Figure 
29,  showing  all  80  of  the  possible  detector  radii  from  which  the  GA  selects.  The  dashed  red-lines 
correspond  to  radii  which  are  reserved  for  Cd  which  were  off  limits  to  the  GA,  bringing  the  actual  number 
of  available  responses  to  a  value  between  76  and  80,  depending  on  the  presence  of  Cd. 


Figure  29:  Physical  representation  of  the  80  radial  detector  positions  (BLACK  SOLID)  from  which  the  genetic 
algorithm  selects  response  functions,  and  the  four  positions  reserved  for  optional  Cd  placements  (DASHED 
RED). 
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The  first  generation  of  100  individuals  was  created  by  selecting  at  random  response  functions  from  the  80 
available.  The  fitness  of  each  of  these  individuals  was  then  calculated  via  Equations  4-6,  and  the  response 
matrices  whose  fitnesses  fell  within  the  bottom  50%  were  discarded.  The  process  of  gene  selection  is 
demonstrated  by  Figure  30. 


random  population  fitness-rated  population 
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most  fit  population 
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with  top  20-50% 


Offspring  are  generated  to  make  up 
another  50%  of  population 
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1%  of  genes  mutated 


final  population  x  mutated  individual 


Figure  30:  Genetic  algorithm  process  beginning  with  the  initial  population  of  random  response  functions. 


One  of  the  response  matrices  with  a  fitness  in  the  top  20%  was  bred  with  another  from  the  top  50%  with 
a  probability  proportional  to  their  finesses.  The  breeding  process  was  performed  gene-by-gene — that  is, 
response  function  by  response  function — based  upon  the  two  mates’  fitnesses.  For  each  of  the  individuals’ 
genes,  a  dice  weighted  by  the  mates’  fitnesses  was  rolled,  and  the  winner  passed  on  the  corresponding 
gene  (response  function)  to  the  child  response  matrix.  This  breeding  was  repeated  50  times  to  replace  the 
50  discarded  individuals.  Each  new  child  had  a  10%  chance  to  be  selected  for  random  mutation.  If  selected, 
a  die  was  rolled  for  each  gene  with  a  1%  probability  for  swapping  out  the  corresponding  response  function 
for  another  at  random  to  maintain  a  total  of  30  response  functions.  In  GA  jargon,  the  algorithm  used  a  10% 
individual  mutation  rate,  and  a  1%  gene  mutation  rate,  and  strong  elitism  (50%).  The  results  from  the  GA 
ran  on  the  virtual  response  matrices  from  the  16  transport  material  configurations  in  Table  2  are  discussed 
in  the  following  section. 

The  Pareto  Frontier 

Although  some  improvement  in  both  the  condition  number  and  the  efficiency  of  the  designs  were  seen 
over  the  course  of  evolution  within  the  GA,  it  remained  unclear  as  to  whether  or  not  the  changes  seen  were 
indeed  improvements  over  real  devices.  Each  time  the  genetic  algorithm  was  run  on  a  virtual  response 
matrix,  the  results  varied  significantly  depending  on  the  weighting  factors  of  the  condition  number  and 
efficiency.  Figure  31  demonstrates  the  varying  results  from  each  run  of  the  GA  on  the  same  virtual 
response  matrix,  optimizing  for  either  condition  number  (circles)  or  efficiency  (triangles).  Although  the 
transport  material  configurations — and  thus  the  virtual  response  matrix  gene  pool — were  identical,  the  GA 
would  arrive  at  different  solutions  solely  based  on  the  weighting  factors  used. 
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Condition-  vs  Efficiency-driven  Optimization 


Condition  Number 

Figure  31:  Condition  number  and  efficiency  of  individual  selected  response  matrices  from  two  genetic 
algorithm  runs:  One  using  efficiency  as  the  fitness  metric  (TRIANGLES)  and  the  other  using  condition 
number  as  the  fitness  metric  (CIRCLES). 

The  solutions  for  efficiency  vs.  condition  number  driven  evolution  had  two  distinct  features:  1)  those  from 
efficiency  driven  evolution  favored  an  increase  the  detected  density  near  the  surface  of  the  sphere  and  low 
detector  density  near  the  center,  and  2)  those  from  condition  driven  evolution  favored  a  balanced 
distribution  of  detectors  throughout  the  volume  of  the  sphere,  as  shown  in  Figure  32  for  the  solid  HDPE 
configuration  (configuration  1).  This  is  as  expected,  because  the  thermal  neutron  flux  from  a  Watt 
spectrum  peaks  in  the  outer  5  cm  of  the  HDPE  sphere,  which  also  correspond  to  very  similar  response 
functions.  Thus  we  expect  the  condition  number  for  a  response  matrix  containing  numerous  response 
functions  in  the  outer  5  cm  of  HDPE  to  be  greater,  corresponding  to  less  resolution.  However,  the  high 
thermal  flux  in  this  region  corresponds  to  improved  device  efficiency.  Hence,  when  the  fitness  metric  is 
solely  dependent  upon  the  efficiency  or  the  condition  number,  the  GA  converges  on  two  vastly  different 
solutions.  Interestingly,  when  the  efficiency  and  condition  number  were  balanced  in  the  fitness  metric,  the 
GA  arrived  at  solutions  that  blended  favoring  detector  density  in  the  outermost  radii  with  distributing 
detectors  throughout  the  volume.  This  demonstrated  on  an  intuitive  level  that  the  GA  was  indeed  arriving 
at  solutions  for  the  detector  positions  which  were  optimizing  the  efficiency,  condition  number,  or  a 
combination  thereof. 
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Figure  32:  Radial  detector  positions  of  response  functions  for  transport  material  configuration  1  (solid  HDPE) 
corresponding  to  a  efficiency  driven  evolution  (TOP)  vs.  condition  number  driven  evolution  (BOTTOM).  The 
optimal  solution  for  condition  number-driven  evolution  is  characterized  by  detectors  distributed  throughout 
the  volume,  where  efficiency-driven  optimization  arrives  at  solutionss  containing  dense  placement  of  detectors 
in  the  outermost  radii. 


Attempts  to  balance  the  efficiency  and  condition  number  were  largely  unsuccessful:  each  run  of  the  GA 
arrived  at  different  fitnesses  even  when  small  changes  were  made  to  the  importances  of  its  constituents. 
Naively,  we  believed  in  the  ability  of  the  GA  to  arrive  at  a  configuration  which  maximized  both  properties 
simultaneously.  This  was  true  for  the  initial  generations  of  the  GA:  configurations  were  found  that  had 
improved  condition  number  and  efficiency  over  the  randomly  generated  initial  configuration.  However,  at 
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some  point,  the  condition  number  and  efficiency  became  negatively  correlated — increasing  one  property 
required  a  sacrifice  in  the  other.  Because  of  this,  using  both  properties  in  the  fitness  metric  meant  that  no 
single  optimal  configuration  existed,  but  rather  a  maximum  boundary  existed  at  which  there  is  a  tradeoff 
between  the  condition  number  and  efficiency. 

We  had  unknowingly  stumbled  upon  a  fairly  common  phenomena  when  attempting  to  optimize  multiple 
parameters.  If  the  two  properties  rely  on  a  common  limited  resource — such  as  a  fixed  number  of  response 
functions — and  these  two  properties  have  a  negative  relationship,  a  Pareto  frontier  exists.  The  Pareto 
frontier  represents  the  maximum  output  of  a  system;  in  our  case,  this  maximum  is  a  combination  of  the 
optimum  condition  number  and  efficiency.  By  changing  the  importance  weights  of  the  condition  number 
and  efficiency,  we  were  unknowingly  exploring  the  Pareto  frontier  for  these  transport  material 
configuration. 

We  explored  the  Pareto  frontier  for  each  of  the  transport  material  configuration  simulated  by  varying  the 
importance  weights  between  efficiency  and  condition  number.  A  total  of  272  GA  runs  were  performed 
using  17  varying  importances  on  the  16  virtual  response  matrices.  For  each  virtual  response  matrix,  2  of 
the  17  GAs  explored  the  boundaries  of  the  Pareto  frontier — placing  zero  importance  on  either  condition 
number  or  efficiency.  The  other  15  GAs  used  importance  weights  that  covered  the  range  between  condition 
number  and  efficiency.  The  results  for  these  GAs  are  shown  in  Figure  33.  Each  curve  represents  the  best 
fit  to  the  optimal  response  matrix. 
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Figure  33:  Pareto  fronts  for  the  16  transport  material  configurations  generated  from  272  runs  of  the  genetic 
algorithm  while  varying  the  importance  of  efficiency  and  condition  number. 
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Interestingly,  the  simplest  transport  material  configuration — the  configuration  without  any  Cd — 
demonstrated  the  largest  Pareto-frontier  across  the  board.  Regardless  of  whether  this  design  was  optimized 
for  efficiency,  condition  number,  or  a  combination  thereof,  the  solid  HDPE  configuration  achieved  greater 
fitness  than  any  other  configuration  Although  this  is  somewhat  of  a  null  result  in  the  sense  that  the  simplest 
design  was  optimal,  it  is  important  to  note  that  the  16  transport  material  configurations  explored  in  this 
text  were  by  no  means  comprehensive.  These  do,  however,  represent  an  initial  step  toward  exploring  the 
parameter  space  of  multi -detector  moderating  neutron  spectrometers. 

II. J.  Closing  Remarks  on  Optimization 

Virtual  detector  simulations  via  MCNP  offer  a  significant  reduction  in  the  time  required  to  simulate  a 
moderating  spectrometer  transport  material  configuration.  Although  the  transport  material  configurations 
simulated  via  the  virtual  detector  method  were  limited  in  their  scope,  they  represent  an  initial  study  of  a 
small  portion  of  the  transport  material  parameter  space,  laying  the  foundation  for  further  exploration  of 
spectrometer  materials  and  geometries.  The  stand  alone  results  from  these  simulations,  although 
preliminary,  provide  a  new  way  to  both  visualize  and  intuitively  interpret  the  neutron  scattering  and 
absoiption  profile  of  transport  materials. 

In  combination  with  genetic  algorithms — or  other  optimization  algorithms — the  virtual  response 
simulations  allow  us  to  explore  the  optimal  properties  of  any  given  transport  material  configuration  based 
upon  a  measure  of  fitness.  In  our  case,  condition  number  and  efficiency  were  selected  to  drive  the 
evolution,  however,  these  are  by  no  means  the  only  telling  fitness  metrics.  Although  the  condition  number 
correlates  with  energy  resolution,  the  fitness  metric  should  ideally  involve  a  measure  of  accuracy  of  a 
specific  energy-unfolding  method.  However,  to  avoid  running  a  simulation  for  every  individual  in  the  GA, 
the  unfolding  method  would  need  to  be  efficient  and  only  require  a  response  matrix  and  a  selected  neutron 
spectrum.  Despite  the  limited  scope  of  the  work  discussed  herein,  these  two  tools  provide  future  works 
with  a  method  for  application-driven  optimization. 
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III.  Outreach  Program  (SeaPerch) 

There  were  22  new  participants  in  the  outreach  program  (SeaPerch)  this  year.  Equipment  for  this  program 
was  funded  through  the  YIP  award  and  subsidized  through  the  AUVSI  foundation.  The  students  range 
from  fourth  to  sixth  grade  and  for  many  of  them,  this  is  the  first  time  they’ve  picked  up  a  drill,  soldered, 
or  thought  about  conservation  and  transfer  of  energy. 
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